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We  present  an  improved  abiotically  catalyzed  glucose  fuel  cell,  intended  as  energy  harvesting  tissue 
implantable  power  supply  for  medical  implants.  The  fuel  cell  is  constructed  from  a  Raney-platinum 
film  cathode  deposited  on  a  silicon  substrate  with  micro-machined  feedholes  for  glucose  permeabil¬ 
ity,  arranged  in  front  of  a  Raney-platinum  film  anode.  A  novelty  is  the  application  of  platinum  for 
both  electrodes  and  the  complete  abdication  of  hydrogel  binders.  This  overcomes  the  limited  stabil¬ 
ity  against  hydrolytic  and  oxidative  attack  encountered  with  previous  glucose  fuel  cells  fabricated  from 
activated  carbon  particles  dispersed  in  a  hydrogel  matrix.  During  performance  characterization  in  phos¬ 
phate  buffered  saline  under  physiological  concentrations  of  glucose  and  oxygen  the  diffusion  resistance 
to  be  expected  from  tissue  capsule  formation  was  taken  into  account.  Despite  the  resulting  limited  oxy¬ 
gen  supply,  the  Raney-platinum  fuel  cells  exhibit  a  power  density  of  up  to  (4.4  ±0.2)  piWcrrr2  at  7.0% 
oxygen  saturation.  This  exceeds  the  performance  of  our  previous  carbon-based  prototypes,  and  can  be 
attributed  to  the  higher  catalytic  activity  of  platinum  cathodes  and  in  particular  the  increased  oxygen 
tolerance  of  the  Raney-platinum  film  anodes. 

©  2010  Elsevier  B.V.  All  rights  reserved. 


1.  Introduction 

1.1.  A  sustainable  fuel  cell  power  supply  for  medical  implants 

Implantable  glucose  fuel  cells  employing  abiotic  catalyst  (e.g. 
noble  metals,  activated  carbon)  are  a  newly  rediscovered  approach 
to  realize  a  battery-independent  power  supply  for  medical 
implants  [1].  With  this  concept  electricity  is  directly  generated 
from  glucose  and  oxygen  available  in  body  fluids.  As  main  reaction 
product  of  glucose  oxidation  on  platinum  electrodes  gluconic  acid 
has  been  identified  [2].  The  predominant  electrode  reactions  are 
thus  given  as  [3]: 

Anode  :  C6Hi206  -*  C6H1207  +  2H+  +  2e”  (1 ) 

Cathode  :  0.5O2  +  H20  +  2e"  -*  20FT  (2) 


In  a  favorable  embodiment  of  such  a  fuel  cell  a  glucose- 
permeable  cathode,  fabricated  from  hydrogel-dispersed  activated 
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carbon,  is  situated  in  front  of  the  anode  [3].  The  prime  advantage 
of  this  concept  is  that  reactant  access  to  the  fuel  cell  from  one  side 
is  sufficient,  enabling  its  integration  directly  onto  the  surface  of 
medical  implants  [4]  at  minimized  geometric  footprint. 

A  drawback  of  previous  glucose-permeable  electrodes  (cath¬ 
odes)  has  been  their  limited  stability  against  hydrolytic  and 
oxidative  attack,  as  they  were  fabricated  from  catalyst  particles 
embedded  in  a  poly(vinyl  alcohol)-poly(acrylic  acid)  hydrogel 
matrix  [5,6]  (Fig.  la).  Furthermore,  the  low  electrical  conductiv¬ 
ity  of  hydrogel-catalyst  compounds  mandates  the  use  of  mesh-like 
current  collectors  embedded  within  the  electrodes,  leading  to  rel¬ 
atively  thick  structures  in  the  range  of  several  hundred  pirn  [3,6]. 

1.2.  Raney-platinum  film  electrodes 

A  chemically  resistant  alternative  to  hydrogel-bound  elec¬ 
trodes  are  Raney-platinum  film  electrodes,  originally  fabricated 
by  extraction  of  the  non-noble  components  from  thin  foils  of 
platinum-nickel  and  platinum/tungsten-nickel  alloys  [7].  Since 
the  biocompatibility  of  nickel  is  questionable,  we  recently  pre¬ 
sented  an  alternative  fabrication  route  employing  zinc  as  less 
problematic  alloying  partner  [8]  (reference  to  be  updated  by  pub¬ 
lisher).  Furthermore,  we  demonstrated  that  a  similar  fabrication 
concept  using  aluminum  as  alloying  partner  is  also  suitable  to 
fabricate  sub-pum  thin  platinum  cathodes  for  oxygen  reduction, 
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Fig.  1.  Comparison  of  two  construction  concepts  for  abiotically  catalyzed  glucose  fuel  cells,  (a)  State-of-the-art  approach  with  hydrogel-dispersed  activated  carbon  electrodes 
[6].  (b)  Binder-less  concept  presented  in  this  work,  employing  a  thin-layer  platinum  cathode  deposited  on  a  silicon  substrate  with  micro-machined  feedholes,  and  a  self- 
supporting  platinum  anode. 


supported  on  a  silicon  substrate  [9]  (reference  to  be  updated  by 
publisher).  These  cathodes  show  higher  catalytic  activity  than  acti¬ 
vated  carbon,  and  exhibit  sufficient  tolerance  towards  glucose  to 
be  efficiently  used  in  an  implantable  glucose  fuel  cell.  However, 
prerequisite  for  the  application  of  the  novel  Raney-platinum  cath¬ 
odes  in  a  fuel  cell  with  stacked  electrode  arrangement  is  that 
the  exterior  cathode  allows  for  glucose  diffusion  to  the  interior 
anode. 

We  thus  propose  the  micro-fabrication  of  well-defined  feed- 
holes  into  the  silicon  substrate  supporting  the  Raney-platinum 
cathode  (Fig.  lb).  The  present  work  reports  on  the  dimensioning  of 
feedhole  size  towards  sufficient  reactant  supply  at  the  electrodes 
by  means  of  diffusion  simulation,  and  the  characterization  of  corre¬ 
spondingly  fabricated  fuel  cells  in  terms  of  electrode  polarization 
and  overall  power  density  under  physiological  concentrations  of 
glucose  and  oxygen.  In  both,  simulation  and  experimental  charac¬ 
terization  the  additional  diffusion  resistance  expected  from  tissue 
capsule  formation  [10]  around  the  fuel  cell  upon  implantation  in 
body  tissue  is  taken  into  account. 


2.  Feedhole  dimensioning 

A  central  aspect  of  the  proposed  glucose  fuel  cell  is  the  size  of 
feedholes  in  the  silicon  substrate  supporting  the  Raney-platinum 
cathodes.  On  the  one  hand  these  feedholes  need  to  be  sufficiently 
large  to  sustain  the  required  diffusive  glucose  flux  to  the  anode. 
On  the  other  hand,  increasing  feedhole  size  reduces  the  geomet¬ 
rical  area  available  for  cathode  deposition,  resulting  in  increased 
local  current  density  and  thus  more  pronounced  electrode  polar¬ 
ization. 


In  terms  of  reactant  supply  the  fabrication  of  tapered  feed- 
holes  by  anisotropic  KOH-etching  of  (1  0  0)-oriented  silicon  wafers 
[11,12]  is  advantageous.  Compared  to  straight  feedholes  of  the 
same  width  at  the  cathode  side  (and  thus  geometrical  area  avail¬ 
able  for  cathode  deposition)  the  opening  angle  of  the  tapered 
feedholes  (Fig.  2)  promises  lower  diffusion  resistance  as  well  as 
more  homogenous  glucose  distribution  at  the  anode.  While  the 
modeling  of  the  electrochemical  behavior  of  the  electrodes  is 
beyond  the  scope  of  this  work,  the  application  of  numerical  simu¬ 
lation  for  dimensioning  of  the  tapered  feedholes  towards  sufficient 
reactant  supply  to  the  fuel  cell  electrodes  is  described  in  the  fol¬ 
lowing. 

2A.  Diffusion  model 

Diffusive  reactant  flux  in  the  fuel  cell  was  modeled  using  the 
CFD-ACE+  2006  computational  fluid  dynamics  software  package 
(ESI  Group,  Paris,  France).  Thereto,  the  glucose  fuel  cell  was  reduced 
to  a  three-dimensional  unit  cell  formed  around  a  single  feedhole 
(Fig.  2 ).  Coming  from  the  body  tissue,  the  configuration  of  the  model 
region  is  as  follows:  as  diffusion  barrier  (Rl)  accounting  for  tissue 
capsule  formation  a  136-p.m  thick  porous  membrane  (Supor-450, 
0.45  |jim  pore  size,  Pall,  East  Hills,  New  York,  USA)  is  placed  in  front 
of  the  cathode.  Its  diffusion  resistance  is  comparable  to  typical  cap¬ 
sules  forming  around  implanted  devices  [9,10].  The  cathode  itself 
is  situated  on  top  of  the  300-p.m  thick  silicon  support  with  the 
micro-machined  tapered  feedhole  (R2).  Between  cathode  support 
and  anode  a  second  136-p.m  thick  porous  membrane  is  placed  for 
electrical  insulation  (R3).  Configuration  and  dimensions  of  the  unit 
cell  are  illustrated  in  Fig.  2.  For  numerical  analysis,  the  feedhole 
length  If  was  kept  constant  at  1818  pan  while  its  width  Wf  was  var- 
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Fig.  2.  Dimensions  of  the  unit  cell  used  in  simulation  of  reactant  depletion  in  the  glucose  fuel  cell,  (a)  Cross-section  along  the  feedhole  length,  (b)  Central  cross-section 
perpendicular  to  the  feedhole  length. 


ied  as  summarized  in  Table  1.  In  the  cathode  plane  the  distance 
between  the  feedholes,  perpendicular  to  the  feedhole  length,  was 
kept  constant  at  474.2  pum. 

2.2.  Diffusion  coefficients 

The  diffusion  coefficients  assigned  to  the  different  model 
regions  are  summarized  in  Table  2,  and  were  either  determined 
experimentally  or  derived  from  literature  data  as  noted.  Based  on 
the  effective  diffusion  coefficient  ^fucose  of  glucose  through  the 
porous  filter  membrane  (at  37  °C  in  phosphate  buffered  saline  (PBS), 
determined  experimentally  as  described  in  [9]),  the  effective  dif¬ 
fusion  coefficient  of  oxygen  through  the  porous  membrane 
was  calculated  from  the  relationship  between  bulk  diffusion  coeffi¬ 
cient  D°  and  the  effective  diffusion  coefficient  Deff  through  a  porous 
membrane: 

Deff  =  D°  x  x  (3) 


saturation)  and  3.0  x  10-5  molL-1  (=3.5%  oxygen  saturation),  cor¬ 
responding  to  the  typical  physiological  range  of  oxygen  in  tissue 
[6].  At  side  walls  and  feedhole  surfaces  zero  flux  conditions  were 
applied. 

The  maximum  reactant  flux  sustainable  by  a  given  feedhole 
geometry  was  obtained  by  setting  the  reactant  concentration  at  the 
respective  electrode  to  zero,  corresponding  to  complete  consump¬ 
tion  of  the  available  species.  In  addition,  concentration  profiles 
were  calculated  by  defining  the  electrodes  as  reactant  sinks  with 
constant  flux  density.  Here  it  was  assumed  that  the  local  reactant 
flux  density  at  the  electrodes  is  not  dependent  on  reactant  con¬ 
centration.  Regarding  that  the  glucose  oxidation  performance  of 
platinum  electrodes  is  not  significantly  influenced  by  glucose  con¬ 
centrations  in  the  range  from  0.05  x  10-3  to50x  10-3  molL-1  [17] 
this  simplification  is  reasonable. 

In  any  case  the  reactant  flux  densities  ja  at  the  anode  and  jc  at  the 
cathode  were  linked  to  the  fuel  cell  current  density  iFc  according  to 


Herein  x  is  a  geometric  factor,  accounting  for  tortuosity,  poros¬ 
ity,  and  constrictivity  of  the  porous  media  [13].  Assuming  that  x  is 
independent  of  the  diffusing  species,  the  effective  diffusion  coeffi¬ 
cient  Df2  of  oxygen  in  the  porous  filter  membrane  can  be  calculated 
using  the  relation. 

Deff 

neff n0  Glucose  (  y\\ 

U02  ~  U02  rjO  W 

^Glucose 

where  D°2  and  ^Glucose  are  the  diffusion  coefficients  of  oxygen  and 
glucose  in  water,  respectively. 

2.3.  Boundary  conditions 

The  glucose  concentration  at  the  interface  between  diffusion 
barrier  and  body  tissue  was  kept  constant  at  3.0  x  10-3molL-1 
(expected  value  in  tissue  [1,16]).  Simulations  were  performed 
at  oxygen  concentrations  of  6.0  x  10-5  molL-1  (=7.0%  oxygen 
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Corresponding  to  Eqs.  (1)  and  (2),  the  number  of  transferred 
electrons  z  per  molecule  were  assumed  to  be  two  for  the  oxidation 
of  glucose  to  gluconic  acid  at  the  anode  [2],  and  four  for  the  reduc¬ 
tion  of  oxygen  to  water  at  a  platinum  cathode  in  stagnant  solution 
[18].  Fis  the  Faraday  constant,  AAnode  is  the  geometrical  area  of  the 
anode,  and  AFeedhole  corresponds  to  the  cross-sectional  area  of  the 
feedholes  in  the  cathode  plane. 


Table  1 

Varied  feedhole  width  and  corresponding  unit  cell  width  used  in  CFD  simulations. 


Parameter 

Symbol 

Range  (p.m) 

Feedhole  widths 

Wf 

10 

50 

100 

200 

500 

Corresponding  unit  cell  widths 

Wu 

484.2 

524.2 

574.2 

674.2 

974.2 
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Table  2 

Diffusion  coefficients  assigned  to  the  model  regions  depicted  in  Fig.  2. 
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Model  region 

Diffusion  coefficient  (10-10  m2  s-1 ) 
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D„f  =  9.6 

°2 

Derived  according  to  Eq.  (4) 

DeJ!  =2.8  ±0.1 

Glucose 

At  37  °C  in  PBS  [9] 

R2:  free  volume  of  the  feedhole 

D°  =30 

°2 

At  37  °C  in  PBS  [14] 

D°,  =8.5 

Glucose 

At  35 °C  in  water  containing  8  x  10-4  molL-1  NaOH  [15] 

2.4.  Simulation  results:  influence  offeedhole  width  on  maximum 
fuel  cell  current  density 

Fig.  3  shows  the  simulated  influence  of  feedhole  widths  on  the 
maximum  fuel  cell  current  density.  This  fuel  cell  current  is  either 
limited  by  the  availability  of  oxygen  at  the  cathode  or  glucose  at 
the  anode,  as  indicated. 

The  results  indicate  that  feedhole  width  has  a  contrary  effect 
on  the  availability  of  oxygen  at  the  cathode  and  glucose  at  the 
anode.  Considering  7.0%  oxygen  saturation  as  the  upper  limit  of 
the  physiological  range,  an  optimum  is  thus  found  for  a  feed- 
hole  width  of  50  |xm.  Here  the  availability  of  both  reactants  is  in 
equilibrium,  the  corresponding  fuel  cell  current  density  amount¬ 
ing  to  approximately  16|xAcm-2.  This  value  is  virtually  equal  to 
the  maximum  possible  fuel  cell  current  density,  limited  by  oxygen 
flux  through  the  diffusion  barrier  situated  in  front  of  the  cathode 
(calculated  using  Fields  first  law  of  diffusion  [19]  in  combination 
with  Eq.  (6)  and  from  Table  2).  Oxygen  availability  can  thus 
not  be  significantly  improved  by  a  further  decrease  in  feedholes 
width. 

For  feedhole  widths  of  less  than  200  |xm,  oxygen  availability 
at  the  cathode  is  distinctively  less  sensitive  to  increasing  feedhole 
width  than  the  availability  of  glucose  at  the  anode.  Increasing  the 
feedhole  width  to  200  |xm  thus  gives  the  opportunity  to  improve 
glucose  supply  to  the  anode  with  only  little  influence  on  the 
cathode.  Compared  to  50  |xm  wide  feedholes,  the  oxygen-limited 
fuel  cell  current  density  will  be  only  marginally  decreased  from 
approximately  16  to  15[xAcnrr2.  At  the  same  time,  the  mini¬ 
mum  glucose  concentration  at  the  anode  loaded  with  15  ixAcnrr2 
will  be  dramatically  increased  from  virtually  zero  (complete  con¬ 
sumption  of  the  available  species)  at  50|xm  feedhole  width,  to 
as  much  as  0.8  x  10-3  molL-1  with  a  200  p,m  wide  feedhole.  The 
corresponding  glucose  concentration  profiles  for  both  feedhole 
widths  are  illustrated  in  Fig.  4.  From  these  also  the  relatively 


Fig.  3.  Influence  of  feedhole  width  on  the  maximum  reactant  flux  at  the  electrodes 
(as  indicated  in  the  figure)  sustainable  by  a  given  feedhole  geometry,  expressed  as 
maximum  fuel  cell  current  density  according  to  Eqs.  (5)  and  (6). 


homogenous  distribution  of  glucose  at  the  anode  due  to  the 
tapered  feedhole  geometry  is  evident.  For  200  |xm  wide  feed- 
holes  the  concentration  varies  only  from  a  minimum  value  of 
0.8  x  10-3  molL-1  glucose  in  the  corners  of  the  anode  plane  to  a 
maximum  of  1 .2  x  1 0-3  mol  L-1  glucose  in  the  center  of  area.  For  the 
smaller  50  [xm  wide  feedhole  this  maximum  glucose  concentration 
amounts  to  only  0.04  x  10-3  molL-1. 

Summarizing,  the  simulation  results  suggest  that  in  terms  of 
reactant  supply  a  feedhole  width  of  50  |xm  is  adequate  to  supply 
glucose  to  the  anode  up  to  the  oxygen-limited  fuel  cell  current  den¬ 
sity  of  16  |xAcnrr2.  In  this  case  the  geometric  cathode  area  will  be 
only  reduced  by  8%  due  to  the  feedholes.  For  comparison  purposes 
the  design  with  200  |xm  wide  feedholes  is  an  attractive  candidate. 
Here  the  wider  feedholes  promise  significantly  higher  glucose  con¬ 
centration  at  the  anode.  However,  the  increasing  feedhole  width 
will  result  in  a  by  24%  reduced  geometrical  cathode  area.  Com¬ 
pared  to  the  cathode  with  50  |xm  wide  feedholes,  the  local  current 
density  at  this  cathode  will  thus  be  increased  by  21%,  which  can  be 
expected  to  result  in  more  pronounced  cathode  polarization.  The 
fuel  cell  performance  of  both  designs  will  be  characterized  in  the 
following  experimental  part  of  this  work. 

3.  Experimental 

For  fuel  cell  performance  characterization  the  Raney-platinum 
cathodes  [9],  deposited  onto  silicon  substrates  with  50  or  200  |xm 
wide  tapered  feedholes  (see  Section  2.2),  were  assembled  together 
with  Raney-platinum  film  anodes  [8].  Included  into  the  experimen¬ 
tal  setup  was  the  diffusion  barrier  placed  in  front  of  the  cathode 
to  account  for  the  tissue  capsule  formation  upon  implantation.  In 
the  following  section  the  individual  materials  and  experimental 
procedures  for  fabrication  and  characterization  of  the  fuel  cells  are 
described. 


3.1.  Cathode  preparation 

To  micro-machine  tapered  feedholes  into  305.5  |xm  thin  sili¬ 
con  wafers  (orientation:  (1  0  0),  double-side  polished,  n+,  P-doped, 
Okmetic,  Vantaa,  Finland)  standard  photolithography  in  combina¬ 
tion  with  anisotropic  potassium  hydroxide  (KOH)  etching  [11,12] 
was  used  (see  supplementary  material  for  schematic  depiction  of 
the  process). 

The  deposition  of  the  catalytically  active  Raney-platinum  cath¬ 
ode  layer  is  described  in  the  following;  numbers  in  parentheses 
correspond  to  the  fabrication  steps  shown  schematically  in  Fig.  5.  At 
first,  the  silicon  wafer  with  the  micro-machined  array  of  feedholes 
was  attached  to  a  handling  wafer  using  spin-coated  photoresist 
(AZ9260,  Microchemicals  GmbH,  Ulm,  Germany)  as  adhesive.  To 
form  a  cathode  with  catalytic  activity  for  oxygen  reduction,  20  nm 
titanium  as  adhesion  interlayer,  followed  by  500  nm  platinum  and 
500  nm  aluminum  were  consecutively  deposited  onto  the  silicon 
substrate  by  vapor  deposition  (1).  The  top  aluminum  layer  was 
then  protected  (2)  with  a  thin  layer  of  photoresist  (AZ1518,  Micro¬ 
chemicals  GmbH,  Ulm,  Germany),  and  the  wafer  was  diced  into 
individual  chips  of  20  by  20  mm.  Subsequently,  the  protective 
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Fig.  4.  Steady-state  glucose  concentration  profiles  at  a  current  density  of  15  (jiAcm-2.  (a)  50  fxm  wide  feedhole.  (b)  200  |jim  wide  feedhole.  Shown  are  cross-sections  in  the 
center  of  the  unit  cell,  both  along  the  feedhole’s  width  (w/=  50  and  200  |xm)  and  length  (//=  1818  |xm). 


photoresist  as  well  as  the  handling  wafer  was  removed  from  the 
individual  chips  using  acetone,  2-propanol,  and  de-mineralized 
water  (3). 

To  ensure  that  the  catalytically  active  layer  is  only  formed  on 
the  part  of  the  cathode  substrate  exposed  to  the  testing  solution, 
an  approximately  17  by  17  mm  patch  in  the  center  of  the  diced 
chips  was  protected  with  conductive  carbon  cement  (Leit-C,  Plano, 
Wetzlar,  Germany).  Subsequently  the  unprotected  aluminum  layer 
at  the  edges  was  selectively  removed  in  1  molL-1  NaOH  (4).  Fol¬ 
lowing  this,  the  protective  layer  of  conductive  carbon  cement  was 
removed  in  isopropanol  in  an  ultra  sonic  bath.  The  samples  were 
then  annealed  for  1  h  at  300  °C  to  form  a  platinum-aluminum  alloy 
(5).  Un-alloyed  aluminum  was  afterwards  removed  in  ImolL-1 
NaOH,  leaving  behind  the  porosified  platinum  electrode  (6).  Fur¬ 


ther  cleaning  was  achieved  by  cyclic  voltammetry  in  0.5  mol  L-1 
H2S04  (20  cycles  at  50mVs_1  between  1.3  and  0.3  V  versus  SCE). 
Calculated  from  the  hydrogen  desorption  charge,  the  samples  with 
200  fxm  wide  feedholes  showed  a  by  (13  ±  7)%  reduced  real  surface 
area  compared  to  the  electrodes  with  50  p,m  wide  feedholes.  This  is 
close  to  the  theoretically  expected  17%  reduction  due  to  the  wider 
feedholes. 

3.2.  Anode  fabrication 

Raney-platinum  film  anodes  were  prepared  following  the 
procedure  reported  elsewhere  by  the  authors  [8].  In  short,  an 
approximately  30-[xm  thick  zinc  layer  was  electro-deposited 
onto  one  side  of  a  50-p.m  thick  platinum  foil  (Chempur  GmbH, 


,,  Dicing  and 

stripping  of  resist 


Fig.  5.  Schematic  of  cathode  fabrication  on  top  of  a  silicon  substrate  with  tapered  feedholes.  See  text  for  explanations. 
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(a) 


Cathode  top  view 


20  mm 
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conductive  carbon  cement 
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Fig.  6.  Fuel  cell  construction  details,  (a)  Top  view  of  the  permeable  cathode.  The  light-colored  area  represents  the  slit-array  onto  which  the  catalyst  is  deposited,  (b)  To-scale 
cross-sectional  view  of  the  binder-less  glucose  fuel  cell  assembly.  See  text  for  explanations. 


Karlsruhe,  Germany)  and  subsequently  annealed  for  48  h  at  200  °C 
in  air  atmosphere.  After  alloy  formation,  the  remaining  zinc  was 
removed  in  0.5  mol  L-1  H2S04,  leaving  an  approximately  30-p.m 
thick  porous  platinum  structure  supported  on  bulk  platinum  foil. 
Further  cleaning  was  achieved  by  cyclic  voltammetry  sweeps  (10 
cycles  at  1 0  mV  s-1 ,  between  1 .3  and  0.3  V  versus  SCE  in  de-aerated 
0.5  mol  L-1  H2S04). 


3.3.  Fuel  cell  assembly 

In  Fig.  6,  the  to-scale  cross-sectional  view  of  the  complete  fuel 
cell  assembly  is  shown.  To  reduce  mechanical  stress  upon  assembly, 
each  electrode  was  placed  in  the  center  of  a  300-|xm  thick  polycar¬ 
bonate  interlayer  frame.  For  electrical  insulation  a  136  p^m  thick 
porous  membrane  (Supor-450,  Pall,  East  Hills,  New  York,  USA)  is 
situated  between  anode  and  cathode.  The  same  membrane  was 
placed  on  top  of  the  cathode  as  diffusion  barrier.  Together  with 
a  200- |jim  thick  silicone  rubber  foil  on  top  the  whole  assembly  was 
clamped  between  5  mm  polycarbonate  fixtures.  The  influence  of 
contact  resistances  was  eliminated  from  the  measurement  by  using 
separate  platinum  wires  for  voltage  and  current,  attached  to  each 
electrode  with  conductive  carbon  cement  (Leit-C,  Plano,  Wetzlar, 
Germany). 


3.4.  Performance  characterization  procedure 

For  the  characterization  of  fuel  cell  performance  the  aseptic 
reaction  chamber  and  electrical  testing  system  as  described  in  [20] 
were  employed. 

To  prevent  the  growth  of  micro-organisms  performance  charac¬ 
terization  was  carried  out  under  sterile  conditions  at  37  °C.  Thereto 
the  fuel  cells  were  autoclaved  for  15  min  at  121  °C  in  phosphate 
buffered  saline  (PBS  tabs,  Invitrogen,  Karlsruhe,  Germany).  For  elec¬ 
trochemical  cleaning  the  cathodes  were  then  operated  for  60  min 
at  an  oxidative  current  density  of  44.44  p,A  cm-2  at  7.0%  oxygen 
saturation.  After  the  glucose  concentration  had  been  adjusted  to 
3.0  x  10-3  molL-1,  the  anodes  were  subject  to  5  cyclic  voltamme¬ 
try  cycles  (at  10mVs-1  between  1.3  and  -0.9  V  versus  SCE,  the 
final  cycle  ended  at  -0.5  V)  under  nitrogen  atmosphere  (0.0%  oxy¬ 
gen  saturation).  Subsequently  the  testing  solution  was  replaced 
through  sterile  filters  with  fresh  phosphate  buffered  saline  contain¬ 
ing  3.0  x  10-3  molL-1  glucose  (from  a-D(+)-glucose  monohydrate, 
Carl  Roth,  Karlsruhe,  Germany). 

Both,  glucose  concentration  and  range  of  oxygen  saturation 
were  chosen  to  correspond  to  the  estimated  physiological  range 
in  body  tissue  [6,16,21,22].  Thereto  the  oxygen  concentration 
was  adjusted  to  either  3.5  or  7.0%  oxygen  saturation  by  mixing 
corresponding  amounts  of  air  and  nitrogen  with  variable  area 


Fig.  7.  Individual  polarization  curves  of  anode  and  cathode  of  operating  fuel  cells  with  50  and  200  |xm  wide  feedholes  (as  indicated).  Recorded  at  (a)  7.0%  oxygen  saturation 
and  (b)  3.5%  oxygen  saturation  in  the  testing  solution.  Average  of  triplicate  experiments,  bars  represents  maximum  and  minimum  values. 
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Fig.  8.  Polarization  curves  of  complete  fuel  cells  with  50  and  200  (Jim  wide  feedholes  (as  indicated).  Recorded  at  (a)  7.0%  oxygen  saturation  and  (b)  3.5%  oxygen  saturation 
in  the  testing  solution.  Average  of  triplicate  experiments,  bars  represents  maximum  and  minimum  values. 


flowmeters  (Tubes  112-02TA,  Analyt-MTC,  Mullheim,  Germany; 
estimated  accuracy:  ±0.2  percentage  points  in  terms  of  oxygen 
saturation;  total  flow:  2Lmin-1).  The  glucose  concentration 
amounted  to  3.0  x  10-3  molL-1  in  all  experiments. 

Since  the  anode  in  abiotically  catalyzed  glucose  fuel  cells  is 
prone  to  aging  [6,8],  always  freshly  prepared  anodes  have  been 
used  for  load  experiments  at  different  oxygen  concentrations.  To 
obtain  stable  performance  values  the  load  current  density  was 
increased  in  steps  of  4.4pAcm-2  every  12h,  starting  from  open 
circuit  (0.0  fjiAcnrr2)  to  a  maximum  of  17.6  fxAcnrr2. 


3.5.  Data  analysis  and  presentation 

Current  density-potential  plots  were  constructed  from  the  sta¬ 
ble  electrode  potentials,  recorded  versus  the  saturated  calomel 
reference  electrode  (SCE;  KE11,  Sensortechnik,  Meinsberg,  Ger¬ 
many)  after  12  h  of  operation  at  a  given  load  current  density.  The 
experimental  results  for  power  density  and  potential  are  reported 
as  (mean  value  ±  sample  standard  deviation),  whereas  bars  in 
graphs  represent  the  minimum  and  maximum  value  of  three  exper¬ 
iments  conducted  in  parallel. 

In  terms  of  comparison  to  state-of-the-art  the  previously  pub¬ 
lished  data  of  our  hydrogel-bound  activated  carbon  fuel  cells  was 
consulted  [6].  However,  here  the  differences  in  experimental  con¬ 
ditions  and  procedures  have  to  be  considered.  Especially  the  higher 
glucose  concentration  of  5.0  x  10-3  mol  L-1  and  the  lack  of  a  diffu¬ 
sion  barrier  in  front  of  the  fuel  cell  can  be  expected  to  result  in 
higher  performance  in  the  previous  work  [6],  as  compared  to  the 
more  realistic  experimental  conditions  of  the  present  work. 


4.  Results  and  discussion 

4.1.  Anode  performance 

In  Fig.  7,  the  individual  polarization  curves  of  cathode  and  anode 
during  fuel  cell  operation  at  3.5  and  also  7.0%  oxygen  saturation  in 
the  testing  solution  are  shown. 

With  no  significant  dependence  on  feedhole  size,  the  anodes 
exhibit  an  open  circuit  potential  of  -  (470  ±20)  mV  at  3.5%  oxy¬ 
gen  saturation.  At  the  higher  oxygen  saturation  of  7.0%  it  is  shifted 
to  by  approximately  50  mV  more  positive  values  (430  ±  6)  mV  due 
to  mixed  potential  formation  with  oxygen.  This  potential  is  by 
approximately  1 70  mV  (3.5%  02 )  and  1 50  mV  (7.0%  02 )  more  nega¬ 
tive  compared  to  anodes  fabricated  from  carbon-deposited  Pt-Bi 
alloy,  although  the  latter  were  operated  at  the  higher  glucose 
concentration  of  5.0  x  1 0-3  mol  L-1  (comparison  based  on  the  oxy¬ 
gen  sensitivity  and  the  initial  open  circuit  potential  reported  in 
[6]).  Remarkably,  the  anode  potentials  at  3.5%  oxygen  saturation 
recorded  in  this  work  are  more  negative  than  the  potential  of  nom¬ 
inally  identical  electrodes  in  oxygen-free  solution  [8].  We  attribute 
this  surprising  difference  to  inter-batch  variations  in  the  fabrication 
process  of  the  electrodes  and  the  slightly  different  experimen¬ 
tal  setup  in  the  present  work  (filter  membrane  and  perforated 
cathode  placed  in  front  of  the  electrode).  Furthermore,  separate 
experiments  reported  elsewhere  [23]  revealed  that  the  compara¬ 
bly  negative  open  circuit  potential  of  the  Raney-type  Pt-Zn  anodes 
is  independent  of  the  oxygen-consuming  cathode  placed  in  front, 
and  can  thus  be  attributed  to  improved  oxygen  tolerance. 

Also  under  load  current  densities  of  up  to  of  up  to  17.6  pAcnrr2 
the  feedhole  width  in  the  cathode  substrate  has  no  significant 
influence  on  anode  performance  within  the  investigated  range, 
despite  the  significant  difference  in  glucose  concentration  as  pre- 
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dieted  by  the  simulation.  This  indicates  that  under  the  investigated 
fuel  cell  operation  conditions  glucose  oxidation  is  not  governed 
by  mass  transport,  but  rather  kinetically  limited.  A  correspond¬ 
ing  behavior  of  platinum  electrodes  has  been  reported  by  Wolfson 
et  al.  [17],  who  found  no  significant  influence  of  varying  glucose 
concentrations  in  the  range  of  0.05  x  10_3-50  x  10-3  molL-1  on 
performance. 

Furthermore,  the  anodes  show  no  indication  of  increased 
polarization  due  to  insufficient  glucose  supply  even  beyond  the 
simulated  depletion  point  of  16  pA  x  cm-2  for  50  p,m  wide  feed- 
holes.  Besides  uncertainties  (e.g.  the  accuracy  of  literature-derived 
diffusion  coefficients)  in  the  diffusion  model,  this  discrepancy 
between  experiment  and  simulation  can  in  particular  be  attributed 
to  the  fact  that  gluconic  acid  as  the  main  reaction  product  of  glucose 
oxidation  can  itself  be  further  oxidized  (although  at  a  lower  rate) 
[7,24,25]  and  thus  contribute  to  the  generation  of  electric  current 
at  the  anode. 

4.2.  Cathode  performance 

Similar  to  the  anodes,  the  cathodes  exhibit  an  open  cir¬ 
cuit  potential  independent  of  feedhole  width.  It  amounts  to 
(245  ±  6)  x  mV  at  3.5%  oxygen  saturation  and  increases  to 
(269  ±  4)  mV  at  7.0%  02.  Compared  to  activated  carbon-based  cath¬ 
odes  these  values  are  approximately  94  (3.5%  02)  and  118  mV  (7% 
02)  more  positive,  which  can  be  directly  attributed  to  the  higher 
oxygen  reduction  activity  of  the  platinum  catalyst  (comparison 
based  on  the  oxygen  sensitivity  and  the  initial  open  circuit  potential 
reported  in  [6]). 

In  contrast  to  the  anodes,  the  cathodes  show  a  distinctive 
increase  in  polarization  at  higher  current  densities.  Dependent  on 
oxygen  saturation,  the  current  density  above  which  this  occurs 
amounts  to  4.4  [xA  cm-2  at  3.5%  02  and  8.8  [xA cm-2  at  7.0%  02.  This 
clearly  shows  the  increasing  dominance  of  mass-transport  limita¬ 
tion,  which  is  also  in  agreement  with  the  simulation  results  (see 
Section  2.2),  predicting  that  at  3.5%  oxygen  saturation  a  maximum 
fuel  cell  current  density  of  approximately  8  ixAcnrr2  can  be  sus¬ 
tained.  In  Fig.  7  B,  this  is  apparent  as  inflection  of  the  polarization 
curves  between  the  data  points  at  8.8  and  13.3  ixAcnrr2,  mark¬ 
ing  the  onset  of  a  different  electrode  reaction  (e.g.  adsorption  and 
subsequent  evolution  of  hydrogen)  once  the  galvanostatic  load  cur¬ 
rent  density  can  no  longer  be  sustained  by  oxygen-reduction  alone 
[26]. 

In  terms  of  polarization  at  3.5%  oxygen  saturation,  there  is 
no  significant  difference  between  the  two  investigated  feedholes 
widths  (50  and  200  |xm),  despite  the  21%  higher  local  current 
density  with  200  |xm  wide  feedholes  due  to  reduced  geometrical 
cathode  area  (see  also  Section  2.4).  However,  at  7.0%  oxygen  sat¬ 
uration  the  influence  of  the  higher  local  current  density  becomes 
evident.  Under  these  conditions  cathodes  with  200  fxm  wide 
feedholes  tend  to  exhibit  more  polarization  at  higher  current 
densities.  The  absence  of  this  effect  at  the  lower  oxygen  saturation 
of  3.5%  can  be  explained  by  the  dominance  of  oxygen  transport  on 
the  electrode  reaction. 


4.3.  Performance  of  the  complete  fuel  cells 

In  Fig.  8,  the  dependency  of  cell  voltage  and  power  density 
on  current  density  is  shown  for  the  complete  fuel  cells.  Since 
feedhole  width  within  the  investigated  range  has  no  significant 
influence  on  the  open  circuit  potentials  of  anode  and  cathode  (see 
Sections  4.1  and  4.2),  also  the  overall  open  circuit  potential  of 
the  fuel  cell  is  unaffected.  Furthermore,  the  sensitivities  of  anode 
and  cathode  open  circuit  potential  to  varying  oxygen  saturation 
compensate  each  other  to  a  large  degree.  Consequently  the  differ¬ 


ence  in  average  open  circuit  voltage  is  insignificant,  amounting  to 
(716  ±21)  and  (698  ±10)  mV  at  3.5  and  7.0%  oxygen  saturation, 
respectively.  Compared  to  our  carbon-based  fuel  cells  these  values 
are  by  approximately  264  and  267  mV  higher,  respectively. 

Also  in  terms  of  peak  performance  at  3.5%  oxygen  satu¬ 
ration  the  fuel  cells  with  50  and  200  |xm  wide  feedholes  do 
not  differ  significantly,  power  densities  amounting  to  (2.4 ±0.2) 
and  (2.2  ±0.1)  |xWcm-2,  respectively.  A  different  behavior  is 
encountered  at  7.0%  oxygen  saturation,  where  the  slightly  better 
performance  of  cathodes  with  50  |xm  wide  feedholes  also  results  in 
an  increased  peak  power  density  of  (4.4  ±0.2)  |xWcm-2,  as  com¬ 
pared  to  the  significantly  lower  (3.6  ±  0.3)  |xW cm-2  reached  with 
200  |xm  wide  feedholes.  However,  despite  the  diffusion  barrier 
in  front  of  the  cathode  as  well  as  lower  concentrations  of  glu¬ 
cose  and  oxygen  the  performance  of  both  fuel  cell  designs  exceeds 
the  (3.3  ±  0.2)  |xW  cm-2  reached  with  our  carbon-based  prototypes 
([6],  operated  at  5.0  x  10-3  molL-1  glucose  and  21%  oxygen  satu¬ 
ration). 


5.  Conclusion 

We  successfully  implemented  a  novel  type  of  abiotically  cat¬ 
alyzed  glucose  fuel  cell  that  completely  obviates  the  need  for 
polymeric  hydrogel  binders  in  electrode  fabrication.  Compared  to 
earlier  approaches  with  hydrogel-bound  particle  electrodes  the 
presented  concept  is  endowed  with  a  number  of  advantages. 

Firstly,  the  high  chemical  stability  of  the  all-platinum  electrodes 
(as  demonstrated  by  treatment  in  sulfuric  acid  as  integral  part  of 
the  fabrication  process)  effectively  mitigates  the  risk  of  electrode 
degradation  by  hydrolysis  and  oxidative  attack  upon  prolonged 
operation.  Secondly,  the  film-type  electrodes  exhibit  inherent  elec¬ 
trical  conductivity  and  thus  the  use  of  additional  current  collectors 
embedded  within  the  electrodes  is  omitted.  This  leads  to  facilitated 
fabrication  and  allows  for  the  construction  of  fuel  cells  with  a  by 
more  than  50%  reduced  overall  thickness  of  490  |xm. 

Furthermore,  the  abdication  of  hydrogel  binders  facilitates  tai¬ 
loring  the  catalytic  properties  of  the  electrodes,  for  instance  by  the 
application  of  thin  polymer  layers  as  demonstrated  in  our  earlier 
works  on  single  electrodes  [8,9].  The  novel  concept  is  thus  a  ver¬ 
satile  platform  for  the  future  development  of  abiotically  catalyzed 
glucose  fuel  cells. 

Also  in  terms  of  performance  the  novel  Raney-platinum  fuel 
cells  are  advantageous.  Despite  the  inclusion  of  a  diffusion 
barrier  accounting  for  the  expected  tissue  encapsulation  upon 
implantation  they  exhibit  a  maximum  power  density  of  up  to 
(4.4  ±  0.2)  |xW  cm-2  at  7.0%  oxygen  saturation,  and  thus  exceed 
the  performance  of  our  previously  reported  carbon-based  fuel  cells 
[6].  Here  the  higher  catalytic  activity  of  platinum  cathodes  and  in 
particular  the  increased  oxygen  tolerance  of  platinum-zinc  anodes 
[23  ]  result  in  a  relatively  high  cell  voltage  of  approximately  500  mV. 
This  will  also  be  advantageous  in  terms  of  the  in  practice  inevitable 
DC-DC  conversion  of  the  fuel  cell  voltage  to  the  levels  typically 
required  by  implant  electronics  [27]. 

At  current  densities  beyond  the  simulated  glucose  depletion 
point  a  decrease  in  cathode  feedhole  width  from  200  to  50  |xm  had 
no  significant  effect  on  anode  performance.  It  can  thus  be  concluded 
that  the  application  of  smaller  feedholes  is  feasible.  The  consequent 
increase  in  geometrical  cathode  area  will  reduce  cathode  polariza¬ 
tion  and  lead  to  an  overall  increase  in  fuel  cell  performance. 

However,  as  predicted  by  the  simulation  and  shown  experimen¬ 
tally,  overall  fuel  cell  performance  under  physiological  conditions 
is  governed  by  oxygen  availability  at  the  cathode.  With  operation 
in  a  mass-transfer  limited  regime  thus  only  moderate  performance 
enhancement  can  be  anticipated  from  cathodes  with  enhanced  cat¬ 
alytic  activity  for  oxygen  reduction.  Under  these  circumstances 
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also  the  additional  diffusion  resistance  to  be  expected  from  tissue 
capsule  formation  around  the  implanted  fuel  cannot  be  neglected. 
Future  work  will  therefore  not  only  have  to  focus  on  the  optimiza¬ 
tion  of  long-term  stability  and  biocompatibility  in  a  physiological 
environment,  but  also  consider  possibilities  to  favorably  influence 
the  formation  of  tissue  capsules  around  implanted  foreign  bodies. 
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Supplementary  data  associated  with  this  article  can  be  found,  in 
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